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ABSTRACT

From a single channel abdominal ECG, a maternal (MHR) and fetal 
heart rate (FHR) detection method is proposed. This method is based 
on sequential processing: detection and cancellation of maternal 
QRS complexes, followed by fetal QRS complexes detection, involving 
hardware suitable processing techniques. The algorithm was tested 
on a group of 25 different gestational age pregnant women signals; 
its performance was assessed using detections obtained by another 
single channel method and an expert physician. Concordance was 
evaluated by Cohen’s kappa coefficient and sensitivity comparison 
was done by repeated measures ANOVA for method and gestational 
age (p < 0.05). Sensitivity behavior against fetal SNR was obtained as 
well as temporal coincidence of fetal and maternal complexes. Both 
methods presented similar high Cohen’s kappa coefficients, with de-
tection success rates superior to 97% and 88% for maternal and fetal 
complexes respectively, but for 38 weeks of pregnancy the proposed 
method had lower maternal success rate than reference one (90%, p 
> 0.05). Proposed algorithm may be implemented in an independent 
platform and only requires operator supervision at the beginning of 
the process.

Key words: Abdominal ECG, real time processing, fetal heart rate, ma-
ternal heart rate, portable device.

RESUMEN

Se propone un método para la detección de la frecuencia cardiaca 
fetal (FCF) y materna (FCM) partiendo de un solo canal abdominal. 
Consiste en una serie de pasos secuenciales: detección y cancela-
ción de los complejos QRS maternos, seguidos de la detección de 
los complejos QRS fetales, involucrando técnicas de procesamiento 
que se pueden implementar en hardware. El método se evaluó en un 
conjunto de 25 registros abdominales de mujeres embarazadas con 
diferentes edades gestacionales. Su desempeño se comparó contra 
las detecciones realizadas por un experto y contra otro método de de-
tección. El nivel de acuerdo se evaluó con el índice kappa de Cohen 
y la sensibilidad se comparó por análisis de varianza para muestras 
repetidas con métodos y edades gestacionales como factores (p < 
0.05). Ambos métodos presentaron altos índices kappa, con tasas de 
detecciones similares, superiores al 97% y 88% para los complejos 
maternos y fetales respectivamente, a excepción de los registros con 
edades gestacionales superiores a la semana 38, donde el método 
propuesto presentó tasas de detecciones maternas más bajas que 
las de referencia (90%, p > 0.05). El algoritmo propuesto puede ser 
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INTRodUCTIoN

Maternal and fetal heart monitoring is important in 
order to evaluate mother and fetus health. Maternal 
heart rate (MHR) and fetal heart rate (FHR) are rel-
evant variables, because through them, indicators 
related of the autonomic nervous system can be 
obtained, giving significant parameters to establish 
stress level in fetus1. Also, it has been determined 
that long-term monitor systems (e.g., 24 h), provide 
more information about fetal condition2. Although 
Doppler ultrasound is a routine technique to mea-
sure FHR during pregnancy, it is quite sensible to 
movements, which could reduce effectiveness 
in a portable system. Besides, the only parameter 
obtained by this technique is FHR, when it has been 
demonstrated that morphological and temporal 
parameters of fetal electrocardiogram signal 
(FECG), provide information about fetus health dur-
ing pregnancy3.

Methods based on signal processing of ab-
dominal electrocardiogram (AECG) have a better 
perspective for long term monitoring4. The main 
drawback for this kind of methods is the low fetal 
signal to noise ratio (SNR) due to interference sig-
nals. Fetal electrocardiogram (FECG) recording is 
disturbed by maternal electrocardiogram (MECG) 
that has a larger amplitude and similar spectral 
behavior, maternal breathing amplitude modula-
tion, line interference, electromyography (EMG) and 
artifacts produced by maternal and fetal move-
ment. Additionally, morphology of FECG depends 
on electrodes location, gestational age and fetus 
position5. Unfortunately, a standardized electrodes 
position to carry out the acquisition does not exist 
and it would be difficult to establish due to fetal 
movement. 

To overcome these limitations, several algorithms 
based on processing multiple leads signals have 
been developed using estimation techniques like 
adaptive filtering6 or averaging and subtracting7. 
Most recent approaches applied to this problem 
consider FECG extraction as a blind source separa-
tion problem, so they are based on principal com-
ponent analysis (PCA) and independent component 
analysis (ICA)8. Although these algorithms have suc-
ceeded in obtaining fetal tachogram, several leads 

approach could be an inconvenience for long-term 
monitoring9. Another approach eliminates interfer-
ences from different sources sequentially, obtaining 
good results when it was compared against an ICA 
method10.

In this paper, an alternative method is proposed 
based on sequential separation and detection of 
interest signals, considering a priori information of 
maternal and fetal signals. Design criteria were: 
use of only one abdominal lead, real-time suitable 
granting its implementation on microcontroller 
based or digital signal processor system, which 
must be viable as a portable system for long term 
monitoring. The accuracy of developed method 
was evaluated and compared with another single 
lead detection method previously created, tested 
and regularly used at the Human Physiology Labo-
ratory of the Autonomous Metropolitan University.

METhodS

A. Proposed algorithm
The proposed method obtains MHR and FHR by 
removing sequentially the interference signals in-
volved on abdominal electrocardiogram (AECG). 
Figure 1 shows the block diagram with the algorithm 
general flow; the entire outline was implemented 
on Matlab®.

AECG signal, as system input, is passed through 
a finite impulse response (FIR) bandpass filter. The 
stage output (A1) represents the filtered signal used 
to determine maternal R wave positions (A2) through 
the process named QRS detector. Later on, can-
celler stage uses a maternal QRS template and 
obtained information to suppress maternal com-
plexes on A1, getting mainly FECG signal as result 
(A3). This last signal is applied again to QRS detector 
process, adapted now to obtain fetal complexes 
position (A4). QRS maternal template is upgraded 
each beat using some predetermined parameters. 
The algorithm shows the first detections based on 
the established processes and requires an operator 
confirmation to continue; in case of fail in the initial 
detections the operator can restart the process until 
the algorithm gets the appropriate initial detections. 
Each process used in this method is presented in 
the following subsections.

implementado en una plataforma independiente y sólo requiere de 
la supervisión de un operador al inicio del proceso.

Palabras clave: ECG Abdominal, procesamiento en tiempo real, fre-
cuencia cardiaca fetal, equipo portátil.
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1. Preprocessing digital filter. Its objective is to 
remove the largest quantity of unwanted information 
from the AECG. Mainly, it is focused on removing 
baseline wander and high frequency noise. Baseline 
wander is caused by patient’s breathing or maternal 
or fetal movements; its frequency range is smaller 
than 1 Hz. A finite response bandpass filter was 
designed with cut-off frequencies of 10 and 70 Hz, 
with order 64 using a Kaiser window; this bandwidth 
keeps maternal and fetal R wave information. Figure 
2a shows a typical AECG signal and Figure 2b shows 
the filter output. 

2. Maternal R wave detector. This is the main pro-
cess and has three fundamental parts: (1) exploiting 
statistical differences between QRS complex and 
the rest of the ECG signal11, probable complex zone 
locations are highlighted; (2) these probable zones 
are established through a threshold; (3) maximum 
of QRS wave is located inside that zone. This stage 
is showed at the right side of Figure 1. 

For the first part, a smoother least mean square 
(LMS) adaptive filter is used. It was designed to 
become unstable in regions with QRS complexes. 
Optimal results were obtained with a learning rate 
of m = 125 x 10-6 and a filter order of 21 for 500 Hz 
sampling frequency. Using these parameters, the 
filter becomes non-stable only in the QRS region, 
where inverse correlation matrix maximum eigen-
value become lower than 2m. This LMS filter receives 
as input  U(n) the derivative of the previous filtered 
signal. Then, Un is a vector formed with ten previous 
samples  U(n-10) to U(n-1) the present data U(n), and 
ten consecutive future data U(n+1) to U(n+10). The 
output of the smoother y(n), is defined as the inner 
product between the vector and the vector formed 

with the weights of the smoother Wn: y[n] = U t   n       Wn. 
At each iteration, vector Wn is updated according 
to the LMS algorithm, but its elements are normal-
ized according to equation (1) to avoid that high 
unstable output values rise above a suitable range: 

W´n= W n-1+ 2μen-1

                         
(1)

Where e[n] is the error signal e[n] = d[n] - y[n], and 
d[n] the desired input at time n, in this case the pres-
ent signal u[n] (Figure 3). The magnitude value of the 
smoother output was obtained and differentiated 
to allow an easier detection of the QRS segments 
initial time11 (Figure 2c).

The second part of this stage defines a QRS 
searching zone. A predetermined threshold was 
used to settle down the R wave searching region 
(Figure 2c - dotted line). In the third part, when the 
output signal overcomes the threshold, the R wave 
search starts. The fiducial point is determined as the 
maximum absolute value from the filtered AECG 
signal within of searching region (Figure 2d). 

Figure 1. General flow diagram of the algorithm. Abdominal 
ECG is the main input; A1 represents filtered signal used to 
obtain A2, maternal heart rate (MHR), and simultaneously to 
carry out the cancellation of the maternal complexes obtain-
ing fetal ECG (A3); finally, from this last signal, fetal heart rate 
(FHR) is obtained (A4). The right side of the figure shows the 
principal processes of R wave detector stage.
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Figure 2. Signal example at different process stages. a) Ab-
dominal ECG. b) Filtered signal. c) Smoother LMS filter output. 
d) Detected Maternal R waves (*).
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In Figure 2, a signal segment where fetal com-
plexes do not have incidence in maternal ones is 
shown. However, in some records fetal complexes 
may reach considerable amplitude and may be 
detected as maternal ones. Another probable 
problem could be the coincidence of maternal and 
fetal complexes that may result in the attenuation of 
both signals in the abdominal record. These cases 
make critical the searching threshold definition. 
Thus, the following approaches were adopted to 
optimize maternal complexes detection: the signal 
amplitude is normalized using the maximum abso-

lute value of the two initial seconds of the filtered 
signal; the signal initial period should be validated 
by the operator so, if the algorithm has to choose 
among near probable detections, it would select 
the closest one to the current cardiac period.

3. Canceller: This stage receives three signals: 
the filtered AECG (A1), current temporal maternal 
R wave location (A2) and maternal complex tem-
plate. Maternal P, QRS and T waves have durations of 
0.2s, 0.1s and 0.40s, respectively12. In concordance, 
an initial template is generated; it embraces 0.1s 
before and after the R wave, and it was generated 
using several testing signals. This template is scaled 
according to the first maximum R wave value 
detected, and it is subtracted from the detected 
complex in the filtered AECG (Figure 4a). Template is 
updated each detected beat by a weighted aver-
age of current template and maternal complex just 
detected. To do it, standard deviation is obtained 
from the subtraction of the template from the 
maternal current complex. If standard deviation is 
lower than previous one, it implies an improvement 
in cancellation process, then template is updated 
using a larger current complex weight; otherwise, 
that weight is decreased.

4. Fetal R wave detector: It follows the same 
principle than maternal detector, except for the 
following considerations: Since cancellation proce-
dure is stabilized after the four beat, to normalize the 
amplitude of input signal, the maximum amplitude 
one second signal around fifth maternal beat is 
used; starting from this point, mean time period from 
five detected fetal complexes that met a heart rate 
of 2 to 2.7 Hz (established values for fetus healthy 

F i g u r e  3 .  A d a p t i v e 
smoother used to de-
termine the regions of 
QRS complex. The weights 
were divided by their norm 
each iteration. Un: deriva-
tive of filtered ECG, Wi: fil-
ter weights at iteration n, 
dn: desired signal, yn: out-
put signal, en: error signal.
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Figure 4. Signal example at different fetal processes. a) 
Canceller process output (solid line) and subtracted ma-
ternal complexes (dotted line). b) Fetal LMS filter output. c) 
Detected fetal R waves (*).
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cases7), is established as fetal heart period to use 
it in case of doubtful or multiple detection events, 
choosing the most appropriate detection according 
to current fetal period. The LMS filter output is smaller, 
so the threshold used to define the probable fetal 
QRS zone is lower (Figure 4b).

B. Comparison method
An algorithm already developed for maternal and 
fetal tachogram construction starting from AECG 
was used as comparison method. This algorithm 
requires operator attendance for visual identifica-
tion of the first two maternal and fetal complexes; 
those serve as parameters for the maternal and fetal 
complexes search, applying these parameters as 
temporal and morphological criteria over the AECG 
signal13. This algorithm has an important design dis-
advantage: currently it presents a limitation for its 
implementation on an independent platform, so its 
use is restricted to offline processing on a computer.

C. dataset
Two data types were used. Test signals, were ob-
tained from PHYSIONET14, consisted on 55 records 
from one pregnant woman during several ges-
tational ages (20 to 40 weeks), each record with 
two thoracic and three to four abdominal signals, 
acquired at 1000 Hz of sampling frequency. These 
signals were used to determine the templates and 
test initial algorithm performance. Validation signals 
came from a Human Physiology Laboratory data-
base. It was constituted by annotated records from 
65 pregnant women, 18 to 40 weeks of pregnancy, 
with two to four abdominal signals by subject record-
ed at different conditions. Records were acquired 
with MP100 BIOPAC module together with ECG100 
electrocardiography amplifier, using a sampling 
frequency of 500 Hz. From this database, 25 records 
of different subjects were randomly chosen, obtain-
ing five subjects for five different gestational ages, 
as it is shown in Table 1. Besides abdominal ECG, 
these records are annotated with maternal and 
fetal complex locations determined by an expert 
physician. These records allowed proposed method 
validation and comparison with the reference one.

d. Measures
To assess proposed algorithm performance, ref-
erence and proposed method were evaluated 
against detections done by an expert physician 
using the 25 chosen records. Each AECG signal was 
displayed in segments of ten to twenty seconds; 
the expert marked each maximum of maternal 
QRS complexes, first for maternal and then for fetal 
cases. Since fiducial point definition differs between 
the methods, detection was considered as correct if 
it remained inside 80 ms around the expert defined 
point for the maternal case, and 60 ms for fetal one.

Sensitivity was used as success detection rate. For 
this, signal was divided in segments of 100 ms for 
the maternal case and 80 ms for the fetal one; seg-
ments with correct detections were identified as true 
positives, and missed detections as false negatives. 
Cohen’s kappa coefficient was obtained to quantify 
agreement level between both methods and expert 
detections obtaining absolute indicators for 0.95 
confidence interval. This index is defined by equa-
tion (2), where Pe is the proportion of agreement 
expected and P0 represents the observed one15:

                           
(2)

Repeated measures analysis of variance was used 
to determine differences in success rates due to 
methods (within factor) or gestational age (between 
factor) using a statistical significance 0.05. 

Algorithms performance behavior was analyzed 
in relation to SNR measured on ECG. For maternal 
SNR (SNRM), MECG was considered as signal and 
FECG and baseline as noise16. For the fetal one 
(SNRF), the usual measure was used, as described 
below in equation (3):

 

                    (3)

Additionally, detectors behavior was also described 
respect to the temporary incidence of fetal com-
plexes inside maternal ones. Match zone was de-
fined as 190 ms before and 75 ms after the maternal 
R wave17. This time interval coincided with Class 
C = 100% criterion proposed by Matonia18, which 
means overlapping is complete. The parameter 
could be calculated as equation (4), where (C) is 
the percentage of coincidence permitted (100% 
means any region of maternal QRS complex) and 

Table 1. Dataset used in the algorithm validation.

 Gestational
 age (weeks) 18-22 23-27 28-32 33-37 38+
 N 5 5 5 5 5
 Length(min) 5 5 5 3-5 3-5
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CR is the number of fetal complexes that coincide 
with maternal ones:

                     (4)

RESUlTS

Average success detection rates for proposed and 
reference methods were high: 97.5% vs 99.0% 
for maternal case and 88.0% vs 87.2% for fetal 
complexes, respectively. Figure 5 shows success 
detection rates of both methods for the different 
gestational ages. Repeated measures analysis of 
variance showed that success rates did not present 
significant differences (p > 0.05) due to gestational 
age or method in the fetal analysis nor in the ma-
ternal case, except for the gestational ages of 38 
weeks or more, where a significant difference was 
observed due to the method for maternal case 
(p < 0.05). 

Cohen’s kappa agreement coefficient of both 
methods with relation to expert detections corre-
sponded to high concordance values as can be 
seen in Table II since high concordance is defined 
whenever kappa value is over 0.81. It can also be 
appreciated that kappa coefficients are practically 
the same for both methods either for maternal or 
fetal cases.

Figure 6 shows maternal and fetal detection 
performance of both algorithms vs. fetal SNR. In 
the same graphic, the temporal coincidence 
percentage of the fetal complex on maternal one 
and the SNR for MECG were included with descrip-
tive purpose for discussion. High success maternal 

detection rates that does not depends on fetal SNR 
could be appreciated, while fetal sensitivity was 
lower and erratic for both methods. Five possible 
points of interest with low fetal sensitivity values were 
observed.

dISCUSSIoN

Our purpose was to develop a detection method 
with similar performance to reference one, but using 
processing techniques that allow its implementa-
tion on independent devices. As established at the 
results, success rates were similar for both maternal 
and fetal complexes detection (ANOVA test, p < 
0.05), and high concordance with expert detection 
could be appreciated by Cohen’s kappa coeffi-
cients. In regard to implementation, the most com-
plex process in proposed algorithm, the LMS filter, 
that is hardware suitable, requiring similar memory 
and processing resources than a common FIR filter. 

Proposed method bases the detection on statistic 
characteristics of the signal. It has certain advan-
tages over reference method, since the latter uses 
signal morphology defined by the first beats of the 

Table 2. Cohen’s kappa coefficient between proposed 
and reference algorithms against expert detections for 
maternal and fetal complexes detection.

               Maternal detection           Fetal detection 
 Proposed Reference Proposed Reference
k 0.99 0.98 0.87 0.87

Figure 6. Maternal (Mat) and fetal (Fet) success rate for both 
methods (Reference-Ref, Proposed-Prop) vs fetal signal to 
noise ratio (Fetal SNR). Coinc. is fetal complex coincidences 
percentage with maternal ones, SNR Mat-Fet is maternal to 
fetal mean amplitude ratio (dB). Numbers 1 to 5 are refer-
ences to possible points of interest.
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record, so it can present poor results in high noise 
conditions, if the complex morphology changes, 
or when noise becomes similar to morphological 
characteristics of the signal13. On the other hand, 
proposed algorithm fails when fetal complexes am-
plitude is large, resembling maternal beats, so fetal 
complexes can be wrongly identified in maternal 
QRS detection. This may explain the lower success 
rate for maternal complex after 38th week, where 
ordinarily, records present a higher fetal signal to 
noise ratio; to improve this maternal detection rate 
additional information, such as a follow-up of both 
heart periods should be used. 

As expected, low and high fetal SNR reduced 
algorithms sensitivity respect to the mean values. 
(Figure 6, points 1 and 5). Low fetal SNR makes 
detection difficult, because noise amplitude may 
cover fetal signal. On the other hand, high fetal SNR 
may be associated to large fetal complexes, which 
could generate false positives on the maternal QRS 
detection, decreasing it and consequently the cor-
rect fetal detections.

Detection behavior in points 2, 3 and 4 of Figure 
6, does not have a simple interpretation. Low ma-
ternal to fetal amplitude ratio may produce false 
positive as was explained before, and high fetal 
complexes coincidence with maternal ones may 
reduce fetal detections due to poor maternal can-
cellation. A combination of these factors together 
with fetal SNR variations may decrease the sensitivity.

When fetal detection rates are compared with 
algorithms previously published, proposed algorithm 
presented better overall gestational weeks perfor-
mance, since Martens reported detection rates of 
85% and 60% for a sequential algorithm and joint 
approximate diagonalization of eigenmatrices 
algorithm respectively10, and proposed algorithm 
had a better rate of 88%. Besides, an important 
difference with those methods is that proposed al-
gorithm is single channel while reported algorithms 
use five channels at least.

CoNClUSIoN

Proposed algorithm shows a comparable perfor-
mance respect to reference method with very 
promising detection rates, above 97% on maternal 
case and 88% on fetal one.

Although both methods use single channel, a re-
markable characteristic of proposed method is that 
it only requires the operator supervision for ensure 
correct determination of initial parameters, while 
reference method must receive initial parameters 

from the operator in order to execute the correct 
complexes detection.

Finally, it is important to emphasize the key topic 
in the design of this new algorithm. There is a real 
possibility of its migration and implementation on an 
independent platform. Its main and most complex 
process is a LMS FIR filter, which implementation can 
be found on innumerable digital signal processor 
applications. This guarantees algorithm applicabil-
ity on this sort of platform. Indeed, this algorithm is 
been implemented in the dsPICDEM™ development 
board and its performance will be compared with 
the results presented in this paper. 
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