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ABSTRACT

Mechanical-Magnetogastrography (M-MGG) is a technique that has 
been used to measure gastric emptying in healthy subjects and pa-
tients with gastrointestinal pathologies. This has allowed implementing 
a non-invasive technology, free of ionizing-radiation and it may be 
used in diagnostic tests in clinical medicine. The characterization of a 
phantom which has a magnetic behavior similar to that observed in 
gastric emptying studies carried out in persons is presented. A fluxgate 
magnetometer was used to record the signal in a magnetic unshielded 
room. Phantom included nine identical deposits prepared with magne-
tite, Fe3O4 and flour. The behavior of the experiment is identical to stud-
ies previously reported in evaluations of healthy people and patients.

Key Words: Mechanical-magnetogastrography, gastric emptying, mag-
netic stimulator.

RESUMEN

La magnetogastrografía mecánica (M-MGG) es una técnica que 
ha sido usada para medir el vaciado gástrico en pacientes sanos 
y pacientes con patologías gastrointestinales. Esto ha permitido la 
implementación de una tecnología no invasiva, libre de radiación 
ionizante que puede ser utilizada para pruebas clínicas en medicina. 
En este artículo, la caracterización de un «phantom» que tiene un 
comportamiento magnético similar a los estudios realizados para el 
proceso de vaciado gástrico es presentada. Un magnetómetro de 
flujo magnético fue utilizado para registrar la señal en un cuarto sin 
aislamiento magnético. El «phantom» incluyó depósitos idénticos 
preparados con magnetita, Fe3O4 y flúor. El comportamiento de los 
experimentos obtenidos es idéntico a estudios previamente reporta-
dos en las evaluaciones de personas sanas y pacientes con alguna 
patología.

Palabras clave: Magnetogastrografía mecánica, vaciado gástrico, 
estimulador magnético.
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INTRODUCTION

Biomagnetic gastrointestinal (GI) system assessment 
began in the late fifties and early sixties1,2. However, 
these biomagnetic devices and techniques began 
to expand their applications until the early seventies 

of the past century. Cohen in 1969 used the magne-
tometer to measure the direct current fields of many 
parts of the body, and established the first orders of 
magnitude depending on the biomagnetic source 
registered3-5. In the seventies, further studies of the 
GI system were published6-8. This technique, applied 
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to GI system studies, has been growing since then 
to date9-15. In this regard, a significant progress has 
been made in the techniques for gastric emptying 
assessment, including theoretical and experimental 
developments to incorporate new magnetometers 
that work at room temperature, with high sensitivity 
devices to record magnetic fields around nT, so 
that, with appropriate quantities of oral contrast 
agent, the biomagnetic signal intensity is increased 
in that order.

Particularly, in previous studies9-12 it has evalu-
ated the gastric emptying half-time to predict the 
behavior of ingested food and associate it with the 
behavior of the drain on health12 and the disease10, 
it has been used as food semisolid and solid15 and 
it has been gotten similar results to scintigraphy, it 
was also used the same type of test food in order 
to make studies comparable. Which one was done 
in order to create a technological development 
that is a diagnostic option with a lot of advantages 
because of it is not invasive, low cost, and it lacks of 
ionization radiation, such in all studies were assumed 
they were performed close to use of scintigraphy 
and a decaying behavior has been tested the sen-
sors have a good signal to noise ratio, which mea-
sure the different magnetic intensities, nevertheless, 
it has not been done, so far it is known, or there are 
not laboratory experimental evidence showing that 
what is being measured is raised at the theoretical 
level, hence the importance of a study of phantoms 
which may be fitted with gastric emptying and that 
results in an average time of gastric emptying similar 
to that found in previous studies.

Recently in our laboratory, M-MGG technique has 
been used in different studies, to evaluate the gas-
tric segment peristaltic activity, the colon transit time 
in different phases of menstrual cycle and motility 
evaluation in patients with functional dyspepsia10 

and healthy subjects11-14 to reproducibility evalua-
tion. Several studies has been done in order to as-
sess the gastric emptying through magnetic tracer 
diluted in semi-solid contrast media, in both healthy 
subjects and gastro paresis patients6,7,14. The authors 
analyzed the magnetic signal of magnetic tracers 
mixed in a solid food (yogurt) to measure gastric 

emptying using M-MGG in male healthy subjects 
(defined as subject without GI symptoms or known 
GI disease). As long as, others researches have 
reported in preliminary studies, motility, nutritional 
value, taste perception and possible side effects 
of solid food contrast agent15.

The aim of this study is to evaluate the magnetic 
properties of solid test meal by using an experimen-

tal phantom performed for this purpose (containers 
with food test). The theoretical importance of this 
investigation was to verify the gastric-emptying rate 
of solid foods, similar to those reported by other 
authors, through a controlled experiment.

It is pretend that the food prepared and charac-
terized in our laboratory could be used for further 
studies to gastric emptying time assessment using 
M-MMG technique, which represents an alternative 
simple and novel similar to other diagnosis methods 
employed in clinical medicine evaluation.

MATERIAL AND METHODS

A magnetic stimulator constructed and character-
ized in our laboratory was used in this study, this 
device whose results have been previously pub-
lished11,12, was implemented with two identical coils 
assembled in a Helmholtz coils array, these two coils 
are plugged in series with a capacitor bank and 
fed with electrical line at 220 v. This configuration 
produces a nearly homogeneous magnetic field 
with intensity around 32 mT in the central region of 
the system16. This magnetic flux density is generated 
with a discharge of a capacitance bank, in 17 ms, 
with a capacitance value of 46 mF (Figure 1). It is 
enough strong to magnetize the particles of mag-
netite contained in the food, and then, it produces 
magnetic field in order of nT, which is recorded with 
a fluxgate magnetometer sensor.

Phantoms were prepared in nine identical plastic 
cylindrical deposits, with 5.6 ± 0.1 cm diameter 
and 3.0 ± 0.1 cm height. These containers were 
prepared with 1 g of magnetite (Fe3O4 ) in 9 g of 
flour, the weight container of magnetite was 22.5 
± 0.1 g. The nine containers were placed in differ-
ent configurations into magnetization system. The 
settings used are shown in Figure 2, the containers 
were formed into three columns, standing just above 
the fluxgate magnetometers. The columns were 
placed, with respect to the sensors, in four different 
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Figure 1. Experimental setup.
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positions: The first assay consisted in to place the 
columns forming a triangle between the two sen-
sors. In the second assay, the columns are placed 
above one sensor. The third configuration was the 
same as previous one, except that the columns 
were placed on the other sensor. Finally, the col-
umns were placed forming a straight line between 
the two sensors.

Once each configuration was established, the 
capacitors were charged at 100 %, in 60 s and then 
they were discharged in 17 ms, this guarantees the 
current flow through coils to generate a magnetic 
pulse around 32 mT.

Recordings were made during one minute at 
a sampling frequency of 30 Hz, so 1,800 samples 
were measured, then they were averaged and 
this magnetic field value was considerate for the 
corresponding sample in each case. After the first 
measurement, a container was removed in order 
to reduce the amount of ferromagnetic material in 
the phantom and the process was repeated, that 
is, loading, unloading and measurement of the 
magnetic field strength, as has been described 
previously. It is important to emphasize that this 
characterization was performed in a non-magnetic 
shielding room.

The function used in the gastric emptying, in order 
to adjust the experimental data, has been reported 
previously10 and is described as an exponential 
decay function

                          (1)

Where  In (2) is the gastric emptying half time.
Additional to characterization, measurements of 

gastric emptying test food with M-MGG technique 
were made in people who agree to take part in the 
study. Values were obtained in both healthy subjects 
and diabetics with gastroparesis syndrome for 100 
minutes, in intervals of 10 minutes.

RESULTS

The four experimental configurations used in this 
study were similar, so they presented identical 

behavior. Results of the magnetic variations cor-
responding to the first two experiments are shown 
in Figures 3 and 4. The graphics show the magne-
tization value measured by M-MGG versus time as 
the containers are removed from the phantom. 
Continues curve represents the exponential data 
fit according to equation (1). It is showed that the 
removal of material only affects the magnitude of 
the overall signal and simulates the emptying of in-
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Figure 2. Phantom distribution 
in vertical columns: a) center, 
b) left, c) right and d) linear.
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Figure 3. Graph for the experimental characterization shown 
in Figure 2(b).
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Figure 4. Graph for the experimental characterization shown 
in Figure 2(d).
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gested material in the process of intake, processing 
and disposal of food in the stomach.

In order to show the gastric emptying evaluated 
in human subjects, Figure 5 exhibits the M-MGG 
evaluation in a healthy volunteer who ingested an 
oral solid food similar to that described previously.. 
As long as, Figure 6 shows the results in a patient 
with gastroparesis disorder.

DISCUSSION

Magnetic material placed in a phantom had a 
decaying behavior similar to oral magnetic contrast 
in the gastric emptying in subject and both exhibit 

an exponential decay fitting modeling by equation 
(1). The magnetic intensity decreases exponentially 
due to a decreasing into the food volume. Our find-
ings provide enough information to continue using 
this method to infer gastric emptying half-time11,12.

Experimental results of meal magnetization 
show that the change is consistent with previously 
reported values11,12,15, because of the magnetic in-
tensity begins to drop as biomagnetic material was 
removed. Also, our results show that solid food test 
is useful for measuring gastric emptying in healthy 
subjects15. Also, Figure 5 shows a good agreement 
with theoretical model of gastric emptying in healthy 
subject.

CONCLUSIONS

Although analysis of GI disease adjusted models 
was not our study purpose, based on our results we 
conclude that magnetization decreased almost 
linearly during the first 50 minutes of starting the 
analysis, with a subsequent fluctuation unclear, in 
patients with gastroparesis syndrome. To verify this 
protocol could be interesting to reduce the ac-
quisition sampling interval to times shorter than 5 
minutes, thus obtaining a greater number of points 
for the adjustment.

Finally, this solid food test has similar characteris-
tics to conventional meal test employed in scintigra-
phy, whose technique is considered gold standard 
method to assess gastric emptying in certain GI 
disorder. Also, among advantages of M-MGG is the 
fact that it is a non-ionizing radiation technique; it 
is a non-invasive so it could be implemented in 
our hospitals as a routinely GI alternative diagnosis 
technique, and it can be used in the monitoring 
of dyspepsia syndrome and gastroparesis due to 
diabetes mellitus disease.
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Figure 5. Gastric emptying in healthy volunteers.
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type 2.
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