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ABSTRACT 

 
Introduction: The passivity of prosthetic components is 

one of the most important prerequisites in oral implant 

rehabilitation for maintenance of osseointegration. 

Objective: Thus, the present study analyzed in vitro the 

accuracy of different molding techniques in prosthetic 

rehabilitation on angled implants installed in an anatomical 

model of a metallic edentulous maxilla. Methods: 

Laboratory experiment study. A reference metal model of 

an edentulous maxilla was used. A metal framework was 

used for the misadaptation assessment. Three groups (n= 
10) were compared and impressions were made with vinyl-

polysiloxane and casts were obtained with type IV stone: 

(1) Impression with a metallic open-tray without splinted 

transfers; (2) Impression with a metallic open-tray and 

metal splinted transfers; (3) Impression with a 

multifunctional guide and metal splinted transfers. 

Misadaptation was assessed with the aid of a 

stereomicroscope and measuring software. Data were 

submitted to ANOVA with Welch correction and the Games-
Howell post-hoc test with the significance set at 5 %. 

Results: Misadaptation (µm) was 110,23 ± 30,94, 37,53 

± 3,92, and 37,69 ± 2,79 for the the groups. Statistically 

significant differences between impression with a metallic 

open-tray with and without splinted transfers were 

observed (p < 0,001). No significant differences between 

the other types of impression. Conclusions: Impression 

with a metallic open-tray without splinted transfers and 

with a multifunctional guide splinted with metal transfers 

were the most precise methods resulting in higher accuracy 
in transferred implants. 

 

Keywords: dental implants; dental impression technique; 

dental materials; dental impression materials. 

 

 RESUMEN 

 
Introducción: La pasividad de los componentes protésicos es 

uno de los prerrequisitos más importantes para el 

mantenimiento de la osteointegración en la rehabilitación oral 

sobre implantes. Objetivo: Evaluar in vitro la precisión de 

diferentes técnicas de impresión en rehabilitación sobre 

implantes inclinados instalados en un modelo anatómico de un 

maxilar metálico desdentado. Métodos: Estudio de laboratorio 

de tipo experimental. Se utilizó un modelo metálico de 

referencia de un maxilar desdentado. Fue utilizada una barra 

metálica para la evaluación de la desadaptación. Se 
compararon tres grupos (n = 10), se realizaron impresiones 

con polivinilsiloxano y se obtuvieron modelos con yeso piedra 

tipo IV: (1) impresión con una cubeta metálica abierta sin 

unión de los transferentes; (2) impresión con una cubeta 

metálica abierta y unión de los transferentes con cilindros 

metálicos; (3) impresión con una guía multifuncional y unión 

de los transferentes con cilindros metálicos. La desadaptación 

se evaluó con la ayuda de un microscopio estereoscópico y un 

software de medición. Los datos se enviaron a ANOVA con la 
corrección de Welch y la prueba post-hoc de Games-Howell con 

la significación establecida en 5 %. Resultados: La 

desadaptación (µm) fue de 110,23 ± 30,94; 37,53 ± 3,92 y 

37,69 ± 2,79 para los grupos, respectivamente. Se observaron 

diferencias estadísticamente significativas entre la impresión 

con cubeta abierta metálica con y sin unión de los transferentes 

(p <0,001). No hubo diferencias significativas entre los otros 

tipos de impresiones. Conclusiones: La impresión con cubeta 

abierta metálica sin unión de los transferentes y con una guía 

multifuncional con unión de los transferentes con cilindros 
metálicos fueron los métodos más precisos que dieron como 

resultado una mayor precisión en la transferencia de la 

posición de los implantes. 

Palabras clave: implantes dentales; técnica de impresión 

dental; materiales dentales; materiales de impresión dental. 
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INTRODUCTION 

 

ince the introduction of dental implants, several advances have been made. To 

date, implant-supported complete dentures are frequently employed and the use 

of four implants to support complete mandibular or maxillary dentures has been 

described.(1) No differences in force distribution when compared to dentures supported 

by five implants or improved force distribution resulting from angulated implants have 

been reported.(2) The angulation of implants in the maxilla allows sinus grafting surgeries 

to be avoided, provides better implant distribution, and increases the resistance of the 

acrylic portion as a result of smaller cantilever extensions. This technique, named the 

“all-on-four treatment” concept, provides better biomechanics.(3) In addition, the 

muscular activity when using this approach is similar to healthy dental patients.(4) 

The success of implant-supported prostheses depends on successful osseointegration, 

which in turn is dependent on stresses transmitted by the prosthetic piece or by 

physiological stresses. Since the material used in the implant (i.e., titanium) is more 

rigid and resistant than bone, possible failure may occur at the bone or at the bone 

/titanium interface.(5,6) Thus, a passive fit of implant-supported prosthesis is essential 

for the equilibrium of oral rehabilitation.(7,8) In scenarios where passive fit of the 

prosthesis is not obtained, mechanical complications, including loosening or fracture of 

abutment components, loosening or rupture of the screw, or fracture of the metal 

framework may occur.(9,10) Furthermore, biological problems resulting from a non-

passive fit might result in adverse reactions in the implant-surrounding tissue such as 

pain, preimplant bone resorption, and complete osseointegration failure.(11,12) 

A failure in passive fit can be the result of several factors during the clinical and 

laboratorial phases of the treatment, especially in the impression and pouring stages. 

Studies have assessed impression and pouring variables that would influence the passive 

fit of prostheses, including splinting or not splinting the transfers, the number and 

angulation of implants, the properties of impression material and stone, and the tray 

designs.(13,14) Contrasting results are shown in the literature, and the best technique for 

an implant impression has not been clearly determined. It seems that splinting the 

transfers with acrylic resin has a positive influence on the accuracy of the impression.(15) 

The type of tray might also positively influence the accuracy of the impression.(16,17) In 

addition to all the previously referenced factors influencing the accuracy of implant 

impressions, the employment of the “all-on-four treatment” technique includes the 

S 
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angulation of two implants, and it is known that angulation of implants negatively 

influences the accuracy of the impression.(18,19,20) 

Considering the lack of agreement in the accuracy of techniques for impression of 

multiple implants, the use of angled placement of implants in the “all-on-four treatment” 

technique, and the importance of obtaining a passive prosthesis fit, the aim of the 

present study was to evaluate different implant impression techniques in vitro for the 

impression of implants placed following the “all-on-four treatment” concept by assessing 

the passiveness of fit using a reference metal framework. The null hypothesis was that 

there would be no influence on the reference framework adaptation according to the 

different impression methods assessed. 

 

 

METHODS 

 

The present laboratory experiment study used a reference metal model with a passive 

reference metal framework and multifunctional guide prior to the splinting and 

impression phases in the present in vitro study. The following variables were evaluated: 

precision and type of impression. 

 

Fabrication of the reference metal model and the reference framework 

A reference metal model was obtained from an edentulous maxilla cast (Fig. 1).  

 

Fig. 1 - Reference Metal Model and Framework over micro-unit abutments. 
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Perforations were performed, and four implants representing the regular platform and 

external hex (Conexão – São Paulo - Brazil) were placed. Two implants were placed 

parallel to each other at the premaxilla area (3,75 X 13 mm), while the other two (3,75 

X 15 mm) were placed posterior to the canine fossa at a 45° angle, simulating 

rehabilitation based on the all-on-four treatment concept. Micro-Unit abutments 

(Conexão, São Paulo, Brazil) with 3 mm collars and a 30° angle were screwed on with 

20 N.cm of torque. A framework was waxed over prefabricated Cr-Co calcinable 

cylinders, and a reference Cr-Co metal framework was obtained (Fig. 2).  

 

 

Fig. 2 - Metal model framework. Transfers and micro-unit abutments fixed with metallic bars (A). 

Metallic bars and transfers fixed to multifunctional guide using Pattern resin (B). 

 

The metal framework was fixed with four sets of implants / abutments. Implants on the 

metal cast were screwed in at the lateral side on the medium third (Screw Allen) to 

certify the passive fit of the metallic framework and the stability of implants in the 

reference model. The lateral perforations of the reference metal model were fixed with 

a very hard GY 1109 / 943 epoxy resin (Hunstsman, São Paulo, Brazil).  

 

Fabrication of the multifunctional guide 

A complete denture was fabricated over the reference model. Artificial teeth (VIP, 

Pirassununga, Brazil) were assembled with nonspecific occlusion. The multifunctional 

guide was obtained using the impression of the complete denture with condensation 

silicone (Silicone Master, Curitiba, Brazil) and further PPR duplication.  
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Impression phase 

A pilot study was accomplished to define the sample size. The initial 'n' used was based 

on previous studies in the literature. With the results obtained and considering a 95 % 

confidence interval and an alpha error of 5 %, the sample size was defined. After that 

the groups were created respecting the sample size obtained. Since the variables 

assessed in the present study were the method of fixation of transfers and the type of 

tray that was used (metallic or multifunctional guide), the groups (N = 30) were divided 

as follows: 

 

Group 1 (n = 10): Impression with metallic open-tray without splinted transfer 

(MW) 

Squared transfers were screwed into the reference metal model with a 1,17 external hex 

driver until resistance was noticed. Transfers were then screwed in with 10 N.cm with 

the aid of a manual torque wrench for standardization.(21) The impression was performed 

with a metallic open-tray. 

 

Group 2 (n = 10): Impression with metallic open-tray and metal-splinted 

transfers (MS) 

Transfers were placed following the same steps described for Group 1. Next, the 

transfers were fixed with a circular metal bar (2,3 mm in diameter) and cyanoacrylate 

(Super-Bonder – Loctite – São Paulo, Brazil). The fixation was further strengthened with 

Pattern resin (GC - Japan) applied by the brush-on technique (Fig. 2A). The impression 

was performed with a metallic open-tray. 

 

Group 3 (n = 10): Impression with multifunctional guide and metal splinted 

transfers (GS) 

The same splinting procedures as in Group 2 were performed. Pattern resin was applied 

by the brush-on technique, fixing the metallic bars, transfers and the multifunctional 

guide (this last to the transpalatal bar) prior to the impression procedure (Fig. 2B).  

For the three groups (N = 30), an additional cured silicone impression material was 

employed (ExpressTM XT, 3M / ESPE, Irvine, USA). The heavy body material was mixed 

according to the manufacturer’s instructions, and the light body material was mixed with 

the aid of a dispenser, syringe and tips provided by the manufacturer. Ten impressions 

were performed for each group. 

For Groups 1 and 2, the light body silicone was injected over the areas surrounding the 

implant with a dispenser, a syringe and a tip, and the impression was continued using 
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heavy body silicone placed inside the metallic tray. The amount of impression material 

was standardized by a stop fabricated on the reference model. For Group 3, the light 

body silicone was similarly injected over the areas surrounding the implant, while the 

heavy body was inserted into the multifunctional guide and pushed with digital pressure 

through the opening at the palatal area until it was full. 

All procedures were performed under controlled room temperature (23 °C ± 2 °C) and 

humidity (50 % ± 10 %). After the impression material was set, the transfer screws 

were loosened and the impression and reference metal cast were separated. Analogs 

were then attached to the transfers prior to the fabrication of casts. 

 

Fabrication of casts 

Devices made of condensation silicone (Zetalabor, Zhermack, Badia Polesine, Italy) were 

fabricated for the purpose of standardizing the casts according to the amount of stone 

employed (Fig. 3). 

 

 

Fig. 3 - Condensation silicone used to fabricate standardized stone model. 

 

Two hours after the impression material was set, type IV stone (Fuji Rock EP, GC 

America, Alsip, USA) was mechanically mixed under vacuum (EDG Equipamentos, São 

Carlos, Brazil) for 30 seconds according to the manufacturer’s instructions and poured 

into the impression in small portions. The stone was allowed to set for 60 minutes, after 
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which the set impression / casts were separated. Casts were stored at room temperature 

for a minimum of 120 hours. A total of 10 casts were obtained in each group, with 30 

casts in total. Both the impression and cast fabrication procedures were performed by 

the same operator, who was not the evaluator (RFA).  

 

Misadaptation assessment 

The four abutment analogs were sequentially named A through D, from left to right. The 

reference framework was seated over casts, and one titanium screw was tightened to 

analog A at 10 N.cm using a torque wrench. Misadaptation (gap) was assessed for the 

C and D analogs. The process was repeated with analog D receiving the screw and the 

misadaptation being assessed for analogs A and B (Fig. 4). The misadaptation 

assessment was performed with the aid of software (Leica Qwin, Leica Imaging System, 

Leica Biosystems, Wetzlar, Germany), and readings were performed on images with 

100X magnification obtained from a camera (Model TK-C1380, JVC - Japan) coupled to 

a Leica stereomicroscope (Leica Stereomicrosystem, Leica Biosystems, Wetzlar, 

Germany).  

 

 

Fig. 4 - Reference framework used to measure the misadaptation. 
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The readings were performed by a blind evaluator who was not the operator (MEA). 

Marks on the reference framework were used in order to standardize the reading site for 

picture capture. Three linear readings of the gap-one mesial, one distal and one on the 

mark—were performed for each analog. A total of 12 readings were performed for each 

cast. A total of 120 readings were obtained in each group. Average misadaptation was 

calculated for each of the four tested analogs. The final misadaptation value for each 

cast was obtained using the average of the four analogs.  

 

Data analysis 

Data were submitted to Anova One-Way with Welch correction and the Games-Howell 

post-hoc test. The data were analyzed using the Statistical Package for the Social 

Sciences software (SPSS for Windows, version 21, SPSS Inc. Chicago, IL, USA) with the 

significance level set at 5 %. 

 

 

RESULTS 

 

The null hypothesis was rejected. There were statistically significant differences in the 

misadaptation (p < 0,001) of the reference passive framework according to the type of 

impression procedure used (Fig. 5). The use of a multifunctional guide (GS) for making 

impressions of the implants resulted in a similar yet smaller misadaptation of the 

reference framework compared to the open metallic tray with splinted implants (MS, p 

= 0,994). The use of an open metallic tray and non-splinted transfers (MW) resulted in 

greater gap when compared with the other impressions (p < 0,001).  
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Fig. 5 - Differences in the misadaptation (p < 0,001) of the reference passive 

framework according to the impression type. 

 

 

DISCUSSION 

 

Several variables may interfere with the adaptation of the framework to implants for 

complete denture rehabilitation: mainly, the type of impression material employed, the 

amount of stone poured to fabricate the cast, the angulation of implants, the splinting 

method of transfers, and the use of different types of trays for impression.(15,22,23) The 

use of standard amounts of stone during cast fabrication and the use of a single 

impression material allowed the influence of those variables to be avoided in order to 

specifically evaluate the implant impression techniques. 

In addition to the previously referenced factors influencing the accuracy of implant 

impression, the employment of the “all-on-four treatment” technique includes the 

angulation of two implants, and it is known that angulation of implants negatively 

influences the accuracy of the impression. (19,20,22) The benefits of using the “all-on-four 

treatment” concept would be missed if the metal framework were not well-adapted with 

a relatively passive fit. The information present in the implant impression technique 

literature regarding the misadaptation of reference framework is somewhat similar to 

the present data.(16,20,22) One study that evaluated the tapered and splinted impression 

techniques with plastic and metal trays with the same methods used in the present study 
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showed a misadaptation between 32 ± 2 µm and 164 ± 58 µm, and the use of metal 

trays resulted in less misadaptation than the plastic trays.(16) In the present study, the 

metal and multifunctional guide made with acrylic resin was more rigid than the plastic 

trays, and could produce results similar to the metal trays. Another important difference 

was that the trays in the present study were completely open, which may have benefited 

the impression technique with the metallic tray and multifunctional guide.  

The splinted technique improves the accuracy of the impressions by preventing 

movement of the transfer during the impression making procedure, maintaining a more 

accurate relationship between the dental implants, as confirmed by the present study. 

However, the efficacy of these techniques is still controversial.(24,25) One study that 

compared the accuracy between splinted and non-splinted impression techniques 

showed that the non-splinted technique produced a gap between the abutment and the 

framework of 205,86 µm while the splinted technique group presented a gap of 99,19 

µm.(26) Another study showed that the splinted technique produced a smaller gap size 

between the abutment and framework than the nonsplinted implants in angled implants 

(25º) specifically, but this difference did not occur in straight implants.(25) Conversely, a 

study that compared the accuracy of seven impression techniques showed that the 

splinted impression technique did not improve the accuracy of the implant´s 

impression.(27) The different results obtained from the present study could be due to the 

use of partially opened plastic trays that may have impaired the effect of transfer 

splinting on the reduction of gaps.  

The decision to test the multifunctional guide in the present study was based on the fact 

that this device is already fabricated for the planning / placement phases of implants 

and would also serve as a customized tray for the impression procedure. The use of a 

multifunctional guide during implant planning / placing procedures allows for more 

precise implant positioning and angulation, and also gives an idea of the vertical 

dimension for planning clinical cases.(28,29) Thus, the use of multifunctional guides for the 

impression as described in the present study, do not include an extra procedure, which 

would probably discourage the presently proposed technique. 

The type of tray chosen in the present study was based on the fact that trays do not 

seem to influence the adaptation of the metal framework fabricated for implant 

supported oral rehabilitation.(1,16) The metal tray was chosen due to clinical 

considerations since it is often used for this purpose. Additionally, transfers were splinted 

because this implant impression technique is proven to positively influence the 

process.(5,14,26) Even when transfers are splinted with materials of different rigidity, the 

misfit is reported to be different(10,30) with better adaptation for metal-splinted 
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impression techniques. In the present study, the results are in agreement with 

observations in the literature, since the non-splinted method presented the worst 

misadaptation results at close to 110 µm.(1,26) Both the multifunctional guide and the 

open metal tray with splinted transfers gave similar results, possibly due to the splinting 

method used. 

The idea of using the multifunctional guide was to facilitate the impression procedure 

with a custom device already used during the phases of case planning and placement of 

implants. The real influence of the misfit on the mechanical and biological aspects of oral 

rehabilitation should be assessed in future clinical studies employing this impression 

procedure. Within the limitations of the in vitro present study, like absent of saliva and 

muscle that can difficult and alter the process, it was concluded that the MW group 

presented the worst mean values. The MS and GS groups were considered more precise 

methods, resulting in higher accuracy and fidelity in transferring implants. The use of a 

multifunctional guide with splinted transfers might be a clinical alternative for implant 

impression, reducing the clinical steps with precision.  

 

 

REFERENCES 

1. Gupta S, Narayan AI, Balakrishnan D. In Vitro 

Comparative Evaluation of Different Types of 

Impression Trays and Impression Materials on the 

Accuracy of Open Tray Implant Impressions: A 

Pilot Study. Int J Dent. 2017 [access: 

10/01/2019]; 2017:1-8. Available from: 

https://www.hindawi.com/journals/ijd/2017/6306

530/  

 

2. Silva GC, Mendonça JA, Lopes LR, Landre J. 

Stress patterns on implants in prostheses 

supported by four or six implants: a three-

dimensional finite element analysis. Int J Oral 

Maxillofac Implants. 2010 [access: 10/01/2019]; 

25(2):239-46. Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/20369081  

 

3. Kurtulmus-Yilmaz S, Ozan O, Ozcelik TB, Yagiz 

A. Digital evaluation of the accuracy of impression 

techniques and materials in angulated implants. J 

Dent. 2014 [access: 13/01/2019]; 42(12):1551-9. 

Available from: 

https://www.sciencedirect.com/science/article/pii

/S0300571214002991  

 

4. Dellavia C, Francetti L, Rosati R, Corbella S, 

Ferrario VF, Sforza C. Electromyographic 

assessment of jaw muscles in patients with All-on-

Four fixed implant-supported prostheses. J Oral 

Rehabil. 2012 [access: 10/01/2019]; 39(12):896-

904. Available from: 

http://doi.wiley.com/10.1111/joor.12002  

 

5. de Avila ED, Barros LAB, Del’Acqua MA, 

Castanharo SM, Mollo F de A. Comparison of the 

accuracy for three dental impression techniques 

and index: An in vitro study. J Prosthodont Res. 

2013 [access: 12/01/2019]; 57(4):268-74. 

Available from: 

https://linkinghub.elsevier.com/retrieve/pii/S188

319581300090X  

 

6. Manzella C, Bignardi C, Burello V, Carossa S, 

Schierano G. Method to improve passive fit of 

https://www.hindawi.com/journals/ijd/2017/6306530/
https://www.hindawi.com/journals/ijd/2017/6306530/
http://www.ncbi.nlm.nih.gov/pubmed/20369081
https://www.sciencedirect.com/science/article/pii/S0300571214002991
https://www.sciencedirect.com/science/article/pii/S0300571214002991
http://doi.wiley.com/10.1111/joor.12002
https://linkinghub.elsevier.com/retrieve/pii/S188319581300090X
https://linkinghub.elsevier.com/retrieve/pii/S188319581300090X


Órgano Oficial de la Sociedad Cubana de Estomatología                    Rev Cubana Estomatol. 2020;57(4):e3016 

http://www.revestomatologia.sld.cu/index.php/est/article/view/3016  

frameworks on implant-supported prostheses: An 

in vitro study. J Prosthet Dent. 2016 [access: 

12/01/2019]; 116(1):52-8. Available from: 

https://www.sciencedirect.com/science/article/pii

/S0022391316000512  

 

7. Sakka S, Baroudi K, Nassani MZ. Factors 

associated with early and late failure of dental 

implants. J Investig Clin Dent. 2012 [access: 

15/01/2019]; 3(4):258-61. Available from: 

http://doi.wiley.com/10.1111/j.2041-

1626.2012.00162.x  

 

8. Siadat H, Alikhasi M, Beyabanaki E, Rahimian S. 

Comparison of Different Impression Techniques 

When Using the All-on-Four Implant Treatment 

Protocol. Int J Prosthodont. 2016 [access: 

15/01/2019]; 29(3):265-70. Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/27148987 

  

9. Geramipanah F, Sahebi M, Davari M, 

Hajimahmoudi M, Rakhshan V. Effects of 

impression levels and trays on the accuracy of 

impressions taken from angulated implants. Clin 

Oral Implants Res. 2015 [access: 17/01/2019]; 

26(9):1098-105. Available from: 

http://doi.wiley.com/10.1111/clr.12410  

 

10. Papaspyridakos P, Hirayama H, Chen C-J, Ho 

C-H, Chronopoulos V, Weber H-P. Full-arch implant 

fixed prostheses: a comparative study on the 

effect of connection type and impression technique 

on accuracy of fit. Clin Oral Implants Res. 2016 

[access: 20/01/2019]; 27(9):1099-105. Available 

from: http://doi.wiley.com/10.1111/clr.12695 

  

11. Mpikos P, Kafantaris N, Tortopidis D, Galanis 

C, Kaisarlis G, Koidis P. The effect of impression 

technique and implant angulation on the 

impression accuracy of external- and internal-

connection implants. Int J Oral Maxillofac Implants. 

2012 [access: 20/01/2019]; 27(6):1422-8. 

Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/23189292 

  

12. Vojdani M, Torabi K, Ansarifard E. Accuracy of 

different impression materials in parallel and 

nonparallel implants. Dent Res J (Isfahan). 2015 

[access: 01/02/2019]; 12(4):315-22. Available 

from: 

http://www.ncbi.nlm.nih.gov/pubmed/26288620  

13. Del’Acqua MA, Arioli-Filho JN, Compagnoni MA, 

de Assis Mollo Jr. F. Accuracy of Impression and 

Pouring Techniques for an Implant-Supported 

Prosthesis. Int J Oral Maxillofac Implants. 2008 

[access: 11/02/2019]; 23(2):226-36. Available 

from: 

http://www.ncbi.nlm.nih.gov/pubmed/18548918  

 

14. Moreira AHJ, Rodrigues NF, Pinho ACM, 

Fonseca JC, Vilaça JL. Accuracy Comparison of 

Implant Impression Techniques: A Systematic 

Review. Clin Implant Dent Relat Res. 2015 

[access: 15/02/2019]; 17:e751-64. Available 

from: http://doi.wiley.com/10.1111/cid.12310  

 

15. Öngül D, Gökçen-Röhlig B, Şermet B, Keskin 

H. A comparative analysis of the accuracy of 

different direct impression techniques for multiple 

implants. Aust Dent J. 2012 [access: 15/02/2019]; 

57(2):184-9. Available from: 

http://doi.wiley.com/10.1111/j.1834-

7819.2012.01685.x  

 

16. Del’acqua MA, de Avila ÉD, Amaral ÂLC, Pinelli 

LAP, de Assis Mollo F. Comparison of the accuracy 

of plastic and metal stock trays for implant 

impressions. Int J Oral Maxillofac Implants. 2012 

[access: 15/02/2019]; 27(3):544-50. Available 

from: 

http://www.ncbi.nlm.nih.gov/pubmed/22616047  

 

17. Karl M, Graef F, Schubinski P, Taylor T. Effect 

of intraoral scanning on the passivity of fit of 

implant-supported fixed dental prostheses. 

Quintessence Int. 2012 [access: 20/02/2019]; 

43(7):555-62. Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/22670250  

https://www.sciencedirect.com/science/article/pii/S0022391316000512
https://www.sciencedirect.com/science/article/pii/S0022391316000512
http://doi.wiley.com/10.1111/j.2041-1626.2012.00162.x
http://doi.wiley.com/10.1111/j.2041-1626.2012.00162.x
http://www.ncbi.nlm.nih.gov/pubmed/27148987
http://doi.wiley.com/10.1111/clr.12410
http://doi.wiley.com/10.1111/clr.12695
http://www.ncbi.nlm.nih.gov/pubmed/23189292
http://www.ncbi.nlm.nih.gov/pubmed/26288620
http://www.ncbi.nlm.nih.gov/pubmed/18548918
http://doi.wiley.com/10.1111/cid.12310
http://doi.wiley.com/10.1111/j.1834-7819.2012.01685.x
http://doi.wiley.com/10.1111/j.1834-7819.2012.01685.x
http://www.ncbi.nlm.nih.gov/pubmed/22616047
http://www.ncbi.nlm.nih.gov/pubmed/22670250


Órgano Oficial de la Sociedad Cubana de Estomatología                    Rev Cubana Estomatol. 2020;57(4):e3016 

http://www.revestomatologia.sld.cu/index.php/est/article/view/3016  

 

18. Ehsani S, Siadat H, Alikhasi M. Comparative 

Evaluation of Impression Accuracy of Tilted and 

Straight Implants in All-on-Four Technique. 

Implant Dent. 2014 [access: 20/02/2019]; 

23(2):225-30. Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/24614881 

  

19. Alexander Hazboun GB, Masri R, Romberg E, 

Kempler J, Driscoll CF. Effect of implant angulation 

and impression technique on impressions of 

NobelActive implants. J Prosthet Dent. 2015 

[access: 10/03/2019]; 113(5):425-31. Available 

from: 

https://www.sciencedirect.com/science/article/pii

/S0022391314005423  

 

20. Shim JS, Ryu JJ, Shin SW, Lee JY. Effects of 

Implant Angulation and Impression Coping Type 

on the Dimensional Accuracy of Impressions. 

Implant Dent. 2015 [access: 10/03/2019]; 

24(6):726-9. Available from: 

http://content.wkhealth.com/linkback/openurl?sid

=WKPTLP:landingpage&an=00008505-

900000000-99556  

 

21. Ivanhoe JR, Adrian ED, Krantz WA, Edge MJ. 

An impression technique for osseointegrated 

implants. J Prosthet Dent. 1991 [access: 

12/03/2019]; 66(3):410-1. Available from: 

https://linkinghub.elsevier.com/retrieve/pii/0022

39139190273Y  

 

22. Rutkunas V, Sveikata K, Savickas R. Effects of 

implant angulation, material selection, and 

impression technique on impression accuracy: a 

preliminary laboratory study. Int J Prosthodont. 

2012 [access: 05/04/2019]; 25(5):512-5. 

Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/22930776  

 

23. Pujari M, Garg P, Prithviraj DR. Evaluation of 

Accuracy of Casts of Multiple Internal Connection 

Implant Prosthesis Obtained From Different 

Impression Materials and Techniques: An In Vitro 

Study. J Oral Implantol. 2014 [access: 

12/04/2019]; 40(2):137-45. Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/24456531  

 

24. Hariharan R, Shankar C, Rajan M, Baig MR, 

Azhagarasan NS. Evaluation of accuracy of 

multiple dental implant impressions using various 

splinting materials. Int J Oral Maxillofac Implants. 

2010 [access: 13/04/2019]; 25(1):38-44. 

Available from: 

http://www.ncbi.nlm.nih.gov/pubmed/20209185  

 

25. Tsagkalidis G, Tortopidis D, Mpikos P, Kaisarlis 

G, Koidis P. Accuracy of 3 different impression 

techniques for internal connection angulated 

implants. J Prosthet Dent. 2015 [access: 

13/04/2019]; 114(4):517-23. Available from: 

https://www.sciencedirect.com/science/article/pii

/S0022391315002826  

 

26. de Avila ED, de Matos Moraes F, Castanharo 

SM, Del’Acqua MA, de Assis Mollo F. Effect of 

Splinting in Accuracy of Two Implant Impression 

Techniques. J Oral Implantol. 2014 [access: 2019 

Apr 20]; 40(6):633-9. Available from: 

http://www.joionline.org/doi/abs/10.1563/AAID-

JOI-D-12-00198  

 

27. Pera F, Pesce P, Bevilacqua M, Setti P, Menini 

M. Analysis of Different Impression Techniques and 

Materials on Multiple Implants Through 3-

Dimensional Laser Scanner. Implant Dent. 2016 

[access: 22/04/2019]; 25(2):232-7. Available 

from: 

http://www.ncbi.nlm.nih.gov/pubmed/26517068  

 

28. Hinckfuss S, Conrad HJ, Lin L, Lunos S, Seong 

W-J. Effect of Surgical Guide Design and Surgeon’s 

Experience on the Accuracy of Implant Placement. 

J Oral Implantol. 2012 [access: 23/04/2019]; 

38(4):311-23. Available from: 

http://www.joionline.org/doi/abs/10.1563/AAID-

JOI-D-10-00046  

http://www.ncbi.nlm.nih.gov/pubmed/24614881
https://www.sciencedirect.com/science/article/pii/S0022391314005423
https://www.sciencedirect.com/science/article/pii/S0022391314005423
http://content.wkhealth.com/linkback/openurl?sid=WKPTLP:landingpage&an=00008505-900000000-99556
http://content.wkhealth.com/linkback/openurl?sid=WKPTLP:landingpage&an=00008505-900000000-99556
http://content.wkhealth.com/linkback/openurl?sid=WKPTLP:landingpage&an=00008505-900000000-99556
https://linkinghub.elsevier.com/retrieve/pii/002239139190273Y
https://linkinghub.elsevier.com/retrieve/pii/002239139190273Y
http://www.ncbi.nlm.nih.gov/pubmed/22930776
http://www.ncbi.nlm.nih.gov/pubmed/24456531
http://www.ncbi.nlm.nih.gov/pubmed/20209185
https://www.sciencedirect.com/science/article/pii/S0022391315002826
https://www.sciencedirect.com/science/article/pii/S0022391315002826
http://www.joionline.org/doi/abs/10.1563/AAID-JOI-D-12-00198
http://www.joionline.org/doi/abs/10.1563/AAID-JOI-D-12-00198
http://www.ncbi.nlm.nih.gov/pubmed/26517068
http://www.joionline.org/doi/abs/10.1563/AAID-JOI-D-10-00046
http://www.joionline.org/doi/abs/10.1563/AAID-JOI-D-10-00046


Órgano Oficial de la Sociedad Cubana de Estomatología                    Rev Cubana Estomatol. 2020;57(4):e3016 

http://www.revestomatologia.sld.cu/index.php/est/article/view/3016  

 

29. Matta R-E, Bergauer B, Adler W, Wichmann M, 

Nickenig H-J. The impact of the fabrication method 

on the three-dimensional accuracy of an implant 

surgery template. J Cranio-Maxillofacial Surg. 

2017 [access: 23/04/2019]; 45(6):804-8. 

Available from: 

https://www.sciencedirect.com/science/article/ab

s/pii/S1010518217300756  

 

30. Ghanem RA, Nassani MZ, Baroudi K, Abdel 

Fattah A. Dimensional accuracy of different 

techniques used for complete-arch multi-implant 

impressions. J Investig Clin Dent. 2016 [access: 

23/04/2019]; 7(3):225-31. Available from: 

http://doi.wiley.com/10.1111/jicd.12160  

 

 

 

CONFLICT OF INTERESSES 

The authors declare that they have no conflicts of interest. 

 

FINNICIZATION 

The present study was financed by the Brazilian agency FAPESP (Fundação de Amparo 

à Pesquisa do Estado de São Paulo – 11/07177-8).  

 

CONTRIBUTION OF EACH AUTHORS 

The corresponding author is responsible for ensuring that all coauthors meet the 

requirements for authorship. Each author agrees that the corresponding author will be 

responsible for the submission of the manuscript to the Journal and any associated 

activities. By submitting this manuscript, each of the authors indicates that he or she 

has had full access to all data in this study and takes complete and public responsibility 

for the integrity of the data. The issue of authorship must be resolved before submission 

of the manuscript.  

 

Study design: Juliano de Alencar Vasconcelos, Francisco de Assis Mollo Júnior. 

Data acquisition: Juliano de Alencar Vasconcelos, Sabrina Maria Castanharo, Monica 

Estefania Tinajero Aroni. 

Data analysis: Sabrina Maria Castanharo, Monica Estefania Tinajero Aroni, Maria Silvia 

Mauricio Rigolin. 

Statistical analysis: Lucas Portela Oliveira. 

Drafting manuscript: Raphael Ferreira de Souza Bezerra Araújo, Lucas Portela Oliveira. 

Supervision and final approval: Juliano de Alencar Vasconcelos, Raphael Ferreira de 

Souza Bezerra Araújo, Maria Silvia Mauricio Rigolin, Francisco de Assis Mollo Júnior. 

https://www.sciencedirect.com/science/article/abs/pii/S1010518217300756
https://www.sciencedirect.com/science/article/abs/pii/S1010518217300756
http://doi.wiley.com/10.1111/jicd.12160


Órgano Oficial de la Sociedad Cubana de Estomatología                    Rev Cubana Estomatol. 2020;57(4):e3016 

http://www.revestomatologia.sld.cu/index.php/est/article/view/3016  

 

Recibido: 12/08/2019 

Aceptado: 12/03/2020 

Publicado: 04/09/2020 

 

 

Este artículo de Revista Cubana de Estomatología está bajo una licencia 
Creative Commons Atribución-No Comercial 4.0. Esta licencia permite el 
uso, distribución y reproducción del artículo en cualquier medio, siempre y 
cuando se otorgue el crédito correspondiente al autor del artículo y al 
medio en que se publica, en este caso, Revista Cubana de Estomatología. 

mailto:http://www.revestomatologia.sld.cu
mailto:http://www.revestomatologia.sld.cu

